[Possibilities and prospects of clinical use of low flow rate membrane oxygenator-heat exchangers].
The article considers the peculiarities and fields of application of the one-time membrane oxygenators MOST-1801 and MOST-1903 which are combined with heat exchangers and have a capacity of 100 and 500 ml/min respectively. The unified membrane elements employed in the design are used in the membrane oxygenator MOST intended for fully artificial blood circulation. The low-rate membrane oxygenators MOST have been tested by experiment.